. Evaluation of the patterning resolution on two different type of textiles. (a) Conventional lines-and-spaces patterns ranging from 1 mm to 6 mm and stripes of different widths on a Nylon woven ribbon; (b) Patterning of stripes of different widths on a knitted polyester fabric. The inset shows the width of a stripe being slightly larger than a single loop of the knitted fabric, which is around 500µm. Supplementary Table S1 . Long-term evaluation of ECG signals obtained from textile electrodes. R-Peak amplitude and Signal-to-Noise Ratio (SNR) were calculated from 30s epoch of ECG signal regularly collected during 3 days (mean (±standard deviation)). The last ECG signal was obtained from a re-used textile electrode stored on open-air for one month.
